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Multilayered nanocoatings incorporating
superparamagnetic nanoparticles for tracking of
pancreatic islet transplants with magnetic resonance
imaging†
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A novel strategy for delivering functionalised superparamagnetic

iron oxide nanoparticles to the outer surface of pancreatic islet

grafts, using chemically modified polymeric nanolayers, has been

developed for tracking of engrafted pancreatic islets by magnetic

resonance imaging.

Research towards cell therapies has shown a growing interest in
the development of noninvasive monitoring strategies using
magnetic resonance imaging (MRI) as a means of assessing the
functional dynamics of cell-based implants.1 In pancreatic islet
transplantation, for example, current monitoring of implanted
islet function mainly focuses on measuring blood glucose and
insulin/C-peptide concentrations and HbA1c levels in the host.2

These measurements only provide information on the later
stages of graft rejection; they cannot predict if the graft will
continue to function at its current level nor can they predict for
how long or indeed the continued presence of the grafted islets
themselves following implantation. MRI appears to be the most
promising and reliable modality for post-transplant noninvasive
monitoring of the islet graft3 and its rejection.4

The key challenge in the establishment of MRI monitoring is
the development of efficient chemistries for pre-labelling islet
cells using magnetic nanoparticle probes which will remain
stable post-transplantion and in the in vivo environment.5

Previous attempts at labelling islets using magnetic nano-
particles as the contrast agent have focused on cellular up-take
of iron oxides through pre-incubating islets with a nanoparticle
suspension in the culture medium for long periods (up to 24–48 h).6

While these methods are elegant and often effective, the intracellular

iron uptake occurs via random endocytosis, and is unpredict-
able and potentially toxic to cells, impairing cell viability and
insulin-producing function, as well as MRI-imaging ability.6

On the other hand, surface-labelling of islets with magnetic
nanoparticles by covalent-linkage has been shown recently to
provide better imaging sensitivity.7 Separately, we have also
showed the surface-labelling of biotinylated tumour and stem
cells with magnetic nanoparticles for MRI tracking.8

In an effort to find more efficient and controllable ways of
labelling islet cells with nanoparticles, we sought to develop a
novel strategy to attach superparamagnetic iron oxide (SPIO)
nanoparticles to the surface of islet grafts using chemically
modified polymer nanolayers for non-invasive tracking of the
engrafted islets by MRI. Our hypothesis was that multilayered
nano-coatings incorporating SPIO nanoparticles can be attached
onto islet surfaces and remain stable when they are transplanted
in animals, and the nanoparticle probes will then permit MRI
of the islet transplants. We believe that this approach, in
combination with our anti-rejection nanocoating strategies for
islet transplantation,9 will facilitate the transition of imaging of
cellular transplants to clinical applications.

We generated conformal nano-thin films encapsulating
islets individually using the method of layer-by-layer poly-
electrolyte nano-assembly,9 the biggest advantage of which is
that it allows different building materials, including poly-
electrolytes and charged nanoparticles, to be entrapped between
the layers to construct the composite nanofilms.10 We began our
studies with the design of a suitable layer-by-layer deposition
scheme for incorporating SPIO nanoparticles in nanolayers
encapsulating islets that could be implanted in vivo in the same
way as the normal islets.

The foundation of layer-by-layer deposition is electrostatic
attraction and complex formation between oppositely charged
species, which allows successive ‘layers’ to be built up on a
solid substrate. In this study, positively charged, chemically
modified chitosan and negatively charged heparin or SPIO nano-
particles can associate sequentially with the negatively charged
cell surfaces in cell suspension (Fig. 1). We used chemically
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modified chitosan (B40% of the amino groups linked with
phosphorylcholine [PC]) to improve solubility of the poly-
saccharide under physiological pH conditions, and to confer
biocompatibility to the coatings.11 The PC moiety confers
hydrophilicity, resistance to non-specific protein adsorption,
and anti-coagulatory properties, all of which should enhance
islet survival after transplantation.12 The charged units on
chitosan, heparin and SPIO nanoparticles provide a large
number of binding sites for the building materials, ensuring
strong affinity to the negative charged cell surfaces. The charge
reversal on the film after addition of differently charged layers
makes the multilayer formation possible. The formed nano-
films were strengthened by further deposition of a chitosan/
heparin–poly-aldehyde bilayer on the top of the coating which
forms cross-links with the amino group of the polysaccharides
through the aldehyde group (for the reaction scheme see ESI,†
Scheme S1).

SPIO nanoparticles which were stabilised with a citric acid
coating were prepared by a modified procedure published
previously.13 The SPIO nanoparticles were dark-brown coloured
and exhibited magnetic response when exposed to a permanent
magnet. The morphology, particle size and particle distribution

were determined by transmission electron microscopy (TEM).
The particles had a spheroidal shape (Fig. 2, inset C) with a
mean size of 12.8 � 2.6 nm (ESI,† Fig. S1). The surface charge
was �35.6 mV as examined by the x-potential measurement.

Before the SPIO nanoparticles were assembled on the islet
surfaces, islets were first coated with two layers of chitosan-PC
and heparin as the seed layers. Initially, we studied whether the
seed coatings altered the structure of the islets by investigating
islet morphological changes after coating with two combi-
nations of the coating materials, chitosan-PC/heparin and
poly-L-lysine/heparin, over a period of 7 days in a suspension
culture. The poly-L-lysine/heparin coating resulted in apparent
morphological damage to the islets after 3 or 7 days of culture,
with most (60-80%) of the islets disintegrating during the
culture (ESI,† Fig. S2). Further, FITC-fluorescently labelled
poly-L-lysine appeared to accumulate around some regions,
indicating unstable coverage. In contrast, islets coated with
the FITC-labelled chitosan-PC/heparin layers were found to be
mostly intact, indicating that the coating did not affect the
islets morphologically throughout the 7 days of culture.

We then assessed if the nanoparticles could be attached to
the surfaces of islets with an iron oxide loading that can be
precisely controlled by the layer-by-layer scheme. To do this, we
deposited a variable number of SPIO nanoparticle layer coating
on the islets on top of the two seed layers. A superconducting
quantum interference device-vibrating sample magnetometer
(SQUID-VSM) was used to determine the quantity of attached
iron oxide after each repeating bilayer (nanoparticle/chitosan-
PC) deposition. As shown in Fig. 2, the iron oxide loading on
islets increased with increased number of bilayers, from 543 pg
Fe3O4 per islet for 1 bilayer, to 1967 pg Fe3O4 per islet for
4 bilayers. The last one gained more mass due to the exponen-
tial increase of the thickness during the film deposition.14

Moreover, the presence of SPIO nanoparticles on the islets
can be observed via optical imaging due to the inherent brown
coloration of the islets after the coating process. The coated
islets presented a brown stain on the surface after a 2-layer
nanoparticle deposition (Fig. 2, insets A and B), as observed by
refractive microscopy, which confirmed the presence of the
nanoparticles on the islets.

After coating of islets with nanolayers incorporating SPIO
nanoparticles, we next sought to prove that the deposition of
the nanoparticles on the islet surfaces did not alter their
insulin-producing function in vitro. Dynamic insulin secretion
of the nanocoated islets was studied and compared with the
control using a perifusion system that simulates physiological
conditions (ESI,† Fig. S3). The six-layer (including 1 nano-
particle layer) coated mouse islets retained glucose-induced
insulin secretory responses. Increasing the glucose concen-
tration from 2 to 20 mmol L�1 induced a rapid, biphasic and
reversible stimulation of insulin secretion from the islets, with
identical or similar response patterns to the control islets,
although a delay of 2 min in the kinetics was observed which
might be due to the layers impairing the release of insulin.
Increasing the nanofilm thickness to eight layers (including
2 SPIO nanoparticle layers) caused a further small reduction in
the kinetics and overall amount of insulin released, but the

Fig. 1 Scheme of nano-encapsulation of islets in nanoengineered polysaccharide
capsules. SPIO nanoparticles were incorporated into the coating construct during
the successive multilayer build-up. NPs: nanoparticle probes.

Fig. 2 SQUID measurement of iron content of islets coated with different
numbers of the nanoparticle layers. Iron oxide loading: 1 layer, 543; 2 layers,
666; 3 layers, 863, and 4 layers 1967 pg per islet. Control: islets without coating.
Insets: (A) reflected light microscopic images of the control and (B) the nano-
coated islets with 2 layers of the SPIO nanoparticles incorporated; dark brown
indicates the deposited iron oxide on the islet surface. It is worthy of note that
due to the 3-D nature of the islets, nanoparticles located in the centre of an islet
cannot be imaged properly; (C) TEM image of the SPIO nanoparticles.
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pattern and reversibility of the glucose-induced response were
maintained.

Potential in vitro cytotoxicity exerted by the nanoparticles
and other coating materials was assessed by keeping the islets
in culture for up to 5 days. The survival of the coated islets
within 8 layers (including 2 layers of the nanoparticles) was
assessed using a cell viability assay. The viability of the nano-
particle-loaded islet cells was equivalent to the control after
5 days of culture (ESI,† Fig. S4A). This indicated that the islets
tolerated nanoparticle attachment and the multi-step nano-
coating process did not alter the cell viability.

In addition, no elevated apoptosis in the nanoparticle-
coated islets was detected after culturing for 48 h at 37 1C,
compared with the non-coated islets, as shown in ESI,† Fig. S4b.
Based on the above findings, for the in vivo experiments we
adopted a layering scheme including chitosan-PC/heparin as the
seed layers, with the next 4 layers being repeating chitosan-PC/
nanoparticles, and the last two layers being chitosan-PC/heparin-
poly-aldehyde completing the coating.

The feasibility of imaging of the transplanted islets in
diabetic mice was assessed using a syngeneic transplantation
model.9 Islets isolated from C57BL/6 mice were coated with 8 layers
using the layering scheme described above. Streptozotocin-induced
diabetic C57BL/6 mice were implanted with 300 of the same strain
mouse islets (coated, including two SPIO nanoparticle layers and
non-coated controls) under the left kidney capsule, according to the
procedure previously reported.9

Fig. S5 (ESI†) shows the monitoring of blood glucose con-
centrations of the animals transplanted with the coated islets
and non-coated islets. As expected, implantation of the non-
coated islets as a control reversed hyperglycaemia and restored
normoglycaemia after 3 days during which revasculisation
occurred. Nanocoated islets with incorporated SPIO nano-
particles were equally effective in reversing hyperglycaemia,
with a time course similar to that of the control islet grafts,
showing good agreement with the functionality displayed in the
in vitro analyses.

Due to regulatory restrictions on transport of experimental
live animals, we did not perform whole-animal MRI scanning,
since the scanner is at a separate designated establishment. We
thus retrieved the graft-bearing kidneys by nephrectomy 7 days
after transplantation. The paraformaldehyde-fixed kidney with
transplanted syngeneic islets was then imaged using MRI. We
found that the transplanted islets with coated SPIO nanoparticles

appeared as dark hypointense zones in T2-weighted images,
representing islet clusters localised at the transplant site in the
left kidney (ESI,† Fig. S6), as compared to the control kidney
with uncoated islets (Fig. 3). This observation indicated that the
transplanted islets remained associated with the kidney tissue,
and that they retained the attached SPIO nanoparticles. This
experiment served as proof-of-concept for the ex vivo MRI
detection of surface-labelled islets after transplantation. We
are currently working towards live animal scanning by MRI
after transplantation in compliance with the relevant regula-
tions and institutional guidelines.

Following MRI, we carried out subsequent histological analysis
of the graft materials retrieved 7 days after implantation. The
tissue sections showed the presence of an insulin-positive islet
mass in the grafts, with normal patterns of immunostaining for
insulin, and no apparent infiltration of leukocytes at the graft
sites (ESI,† Fig. S7, A and B).

In summary, we investigated the use of polyionic multilayers
incorporating SPIO nanoparticles to modify islet surfaces via
the layer-by-layer technique and optimised the coating compo-
sition and iron loading for minimal loss of islet function and
viability. We showed that it is feasible to image, using MRI, the
islet grafts under the mouse kidney capsule using the surface
labelling strategy. We consider these feasibility results as
promising steps towards future imaging of cellular transplants
in clinical applications. More extensive examination of the
in vivo stability and safety of the nanoparticle probes is, how-
ever, now needed before progressing to clinical development.

This work was supported by the Engineering and Physical
Sciences Research Council (EPSRC) (UK) in a Science and
Innovation award (EP/D062861/1) (J. C. Pickup). NTKT thanks
the Royal Society for her University Research Fellowship.
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